[High-frequency generator for the electrocoagulation of the brain tissue].
The authors present a wiring diagram of a high frequency generator intended for coagulation of animal tissue. Stabilization of output current and automatic formation of gradual increase, time delay and decrease of load current permits its employment for stereotaxic decerebration of animals with a good recurrence of the results of coagulation and least traumatic effect.